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Abstract

Grain boundary is a key issue for RF performance of
superconducting cavities as the electromagnetic field is
forced to cross through. A specia apparatus has been
developed at Saclay that is able to measure the specific
resistance of a each grain boundary of a sample. The
results obtained on ultrapure niobium samples confirm
experimentally the non-uniformity of the local resistance
and the important contribution of the grain boundary. The
average value of the specific resistance of a grain
boundary in niobium is measured to be 2.10™ Q.m2.

1- INTRODUCTION

It has been previously established that grain boundaries
may give rise to a non linear increase in the surface
resistance of superconductors [1]. The grain boundary,
considered as a wesk link with a lower critical current
density J, than the bulk, will suffer transition in the normal
state above a given magnetic field. Thisis particularly true
in the case of a radiofrequency (RF) regime where the
electromagnetic field is forced to flow through the grain
boundary. Therefore, a measurement of the specific
resistance of a grain boundary was necessary to confirm
this theory. In order to separate the contribution of the
grain boundary from the grain itself, very high RRR
niobium is required. Using a purification process[2],
extremely pure bulk niobium can be obtained with overall
RRR values exceeding 2000. In this high temperature
treatment, while reducing light impurities contents inside
the grains, segregation of impurities might occur at the
grain boundary [3].

2- PRINCIPLE OF MEASUREMENT

The idea is a smple extension of the RRR measurement
on samples done on a grain size scale (from 500 pm to
2mm). A static current | is forced to flow along a thin
sample (the thickness t should be smaller or of the same
order than the grain size).

The measured voltage drop between two pinssimply is

D (V2-Vi) =RI
The residual resistance R, is calculated from
measurements done above the critica temperature

(T,=9.25K for Nb) and extrapolated at T = 0 K using the
simplified law [2]

(® Rp =R-aRpgk T3

The coefficient o is equal to 5.107 K for niobium.
The residua resistance will be the sum of the grain and
the grain boundary contribution
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where G is the specific resistance of the grain boundary
(in Qm?. If the two pins hit the same grain, the
contribution of the grain boundary vanishes and the
measure gives directly the real residual resistance of the
grain. Assuming that the residual resistivity of the grains
is known (or measured), the specific resistance G of the
grain boundary is then deduced from the above relation.

\ |
\° [eora]

Principle of grain boundary measurement.
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In fact, the resistance is measured at room temperature
(T =295K) giving the normalization for the length and
cross surface. At room temperature, the phonon resistivity
dominates al other contributions, and the resistance is
reduced to the standard relation
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With p,e = 1.45.10" Q.m for niobium.
The RRR value will be defined as”
R 295 k

(55 RRR =
0

U Actually, the usual definition is generally taken at the liquid helium
temperature 4.2 K. But this definition only depends on the intrinsic
properties as there is still some contribution of the phonons even at
42K.



3- EXPERIMENTAL SET-UP

Figure 2 show a picture of the experimental set-up. The
niobium sample is milled then etched by a buffered
chemical polishing (acid mixture). The sample is about
60 mm long, 2 mm wide and 0.5 mm thick.

The measured voltages are in the nanovolt scale and
special care has to be taken to suppress thermoelectric
effects and reduce all noise to afew nanovolts.

Frgure 2-

Experimental set-up showing the needle
pins pressed over a niobium sample. The current leads
(not shown) are connected on each end.

4 - EXPERIMENT PROCEDURE

The sample is measured at room temperature in order to
check al connections and to evaluate precisely the
distances between pins. This gives the reference value as
stated in equation (4). The resistance is linear with the
length and the dlight departure from absolute linearity
observed in figure 3 is only due to a non equal distance
between pins, as checked by the microscopic pictures
shown later.
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Figure3- Room Temperature Measurements. As

expected, the resistance is linear with distance.

When the set-up is cold inside the cryostat, the
measurement is done at different temperatures above T,
typically between 10 K and 15 K. The residual resistance
isthen extrapolated to T = 0 K using equation (2).

5- RESULTS

One example of the residua resistance obtained is shown
in the next figure. One may immediately notice that, in
contrast with the room temperature value, very important
differences are measured depending on the area explored.
This broken line type of the resistance along the sample
denotes a non linear behaviour of the residual resistance.
Therefore, one can immediately deduce that the RRR is
not uniform along the sample.
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Figure4 - Integrated residual resistance measured on

a niobium sample. The result clearly shows a non
uniform RRR.

Figure 5 is derived from figure 4 and gives the local
residual resistance in between two following pins.
Although the difference value will have higher error bars
(the differences are in the nanoOhms scale), it definitely
indicates that the residual resistance is strongly localised.
Some measures may exceed 50 nQ, while some others are
lower than 10 nQ, the average value being 30.8 nQ, giving
an average overall RRR of 1500 for this sample.
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Figure5- Local measured residual resistance. Note

that the value may vary by more than one order of
magnitude from one place to another.

In order to correlate the measured residual resistance to
the grain boundaries, a microscopic picture of the sample
after cryogenic test is taken. From figure 6, there isa clear
correlation between a measured high residual resistance
and the presence of one (or sometimes) two grain
boundaries in between the corresponding pins. This
confirms that the grain boundaries are significantly



contributing to the overall residual resistance and cannot
be neglected. As a matter of fact, al the high residual
resistance are associated to grain boundaries crossing,
while all the lowest residual resistance measured are
localized when the pins hit the same grain. On some point
where two pins strike the same grain (see the detail of
figure 7), the residua resistance is so smal that the
measure gives zero within the error bars. This indicates
that the local RRR value inside a given grain can be
extremely high (it is evauated to exceed 20000 in this
case!). This has been confirmed on other samples.

Figure6- Microscopic picture of the sample showing
the impact of the pins and the grain boundaries.

Figure7 - Detail of theimpact of two pins striking the
same grain. The corresponding residual resistanceis
measured to be extremely small.

6- DISCUSSION

From the above measurements, one may deduce using
equation (3) and assuming that al the grains have the
same residual resistance a value for the specific grain
boundary. The deduced values are shown in the next
figure. The specific resistance value is measured to be
between 1.10”° Q.m’ and 3.10° Q.m’ for the ten grain
boundaries examined. The average value being

some discrepancy. But these are of the order of the error
measurement, which is evaluated for the time being to be
about 20 nQ. In the near future, improvements are planned
to reduce this error to less than 5 nQ, which should give
more accurate results.
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Figure8- Histogram of the specific resistance of
grain boundariesin one sample.

All the above results shown are typical of more than
twenty tests done on five different niobium samples,
having different RRR values ranging from 30 to 2000. On
low RRR samples where the grain size is rather small (50
to 100um), the measure gives only an average vaue
which is still compatible with the above results.

7- CONCLUSION

In conclusion, a simple device has been fabricated to
measure the specific resistance of grain boundaries. The
experimental results indicate that :

1) The residua resistance is not uniform along the
sample showing an important variation of the local RRR.
2) The contribution of grain boundaries to the residual
resistance is far from negligible. It is even the major
contribution in high RRR samples.

3) The average specific resistance of a grain boundary in
pure niobium has been measured to be G = 2.10™ Q.m?.
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e J;

(A/e) isthe superconducting gap expressed in eV.

The assumption that all the grains offer the same residual
resistivity is probably not quite true, as even when hitting
the same grain, the measured residual resistance have
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